[Experiences with material and clinical properties of the Ni/Cr-alloy Gisadent NCS1 under consideration of the Silicoating-procedure].
Investigations to the corrosive behavior in artificial saliva, to shear-bond-strengths and to the formation of gaps in composite-alloy-compounds produced by using the SILICOATING-PROCEDURE show the better properties of the alloy GISADENT NCS1 respectively to NCA. The clinical results are in agreement with these facts, but it is necessary to pay attention to the small changes in the technological process.